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Abstract: This work presents a framework that monitors particular symptoms such as respiratory 
conditions (abnormal breathing pattern) experienced by hyperthyreosis, sleep apnea, and sudden 
infant death syndrome (SIDS) patients. The proposed framework detects and monitors respiratory 
condition using S-Band sensing technique that leverages the wireless devices such as antenna, 
card, omni-directional antenna operating in 2 GHz to 4 GHz frequency range, and wireless 
channel information extraction tool. The rhythmic patterns extracted using S-Band sensing present 
the periodic and non-periodic waveforms that correspond to normal and abnormal respiratory 
conditions, respectively. The fne-grained amplitude information obtained using aforementioned 
devices is used to examine the breathing pattern over a period of time and accurately identifes the 
particular condition. 

Keywords: S-Band sensing; wireless channel information; hyperthyreosis/sleep apnea 
disease monitoring 

1. Introduction 

Hyperthyreosis is a condition that is characterized by the excess production of thyroid hormone [1]. 
This disorder is primarily caused by the auto-immune system, produces a butterfy-shaped organ in 
the neck and controls the rate of metabolism. The term hyperthyroidism refers to the production of the 
huge amount of thyroid hormone that affects the metabolism rate, as a result increase in shortness of 
breath (abnormal breathing), mood swings, anxiety, muscle weakness, hair loss and tremors in limbs 
can be experienced [2]. Sleep apnea is a sleep disorder that causes abnormal breathing which can 
ultimately cause apnea [3], while sudden infant death syndrome condition is experienced by a newly 
born baby or around one year old where the baby experience abnormal respiration and then suddenly 
stops breathing while asleep. The normal breathing rate for healthy person while is resting is 12 to 20 
breaths per minute and the abnormal respiratory rate is over 25 breaths per minute. Normal breathing 
presents a periodic waveform and abnormal breathing waveform is non-period. 

In healthcare environment, the introduction of wireless communication systems has promoted the 
improvement in the effciency of patient care and health management [4,5]. This paper presents S-Band 
sensing technique (operating at 2 GHz to 4 GHz) that leverage wireless channel information (WCI) 
obtained using wireless devices such as antenna, card, omni-directional antenna, etc. to monitor and 
detect the respiratory condition experienced by patient suffering from diseases such as hyperthyreosis, 
sleep apnea and sudden infant death syndrome (SIDS). The aim is to assist the doctors or caregivers 
for documenting objective assessments. 
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2. Related Work 

This section presents the research work performed for detecting the respiratory patterns. With 
regard to breathing pattern assessment, polysomnography (PSG) used pressure transducers in the 
nostrils to record the airfow pressure [6]. The subject has to sleep while wearing multiple sensors 
including an Electroencephalography (EEG) monitor, an Electromyography (EMG) monitor, an 
Electrooculography (EOG) monitor, nasal probes, etc. [7]. The system introduced in [8] exploits 
the pressure sensor array equipped with a mat to detect the subject’s breathing pattern, and body 
motion. The camera-based system introduced in [9] monitors the patient and extract the respiration 
rate. However, the sleeping mat equipped with sensors is expensive, uncomfortable at times and the 
vision-based system is light dependent, computationally expensive, and raises privacy issues. 

As an alternative, radio frequency (RF) signals can be used to track the subject’s chest movements 
due to the advantage of less complexity and independence of light intensity. The core idea is to exploit 
the change in wireless signal propagation between transceiver pair due to minute chest movement. 
Leveraging RF technologies, Aqib et al. [10] used the Frequency Modulated Carrier Waves (FMCW) 
radar to detect subject’s breathing pattern. The main limitation of FMCW radar is that the transmitted 
signals interfere with the nearby RF systems since it exploits large range of frequencies. 

Patwari et al. [11] used the commercially available small wireless devices to track breathing pattern 
and exploited the received signal strength indicator (RSSI). Further improvements were brought up 
by [12] where the RSSI measurements were obtained using single transceiver pair to track the subject’s 
respiration. The RSSI data, however, do not report the subtle chest movement due to breathing, as 
a result, the desirable results can be greatly affected by environmental noise. In order to cope with 
this issue, the RSSI measurements are essentially termed as sinusoidal signals, and the amplitude 
information is generally estimated on the basis receive signal measurements under particular periodic 
assumption [13]. Also, the performance of RSSI dramatically degrades in complex situations due to 
temporal dynamics and multipath fading [14]. However, the RSSI-based systems give us a blueprint to 
use wireless channel features that are more sensitive than RSSI, in extracting the normal breathing 
pattern and abnormal breathing pattern of a patient suffering from hyperthyreosis, sleep apnea and 
SIDS. Thus, in order to extract the subject’s normal and abnormal respiration, we use S-Band sensing 
technique which is highly sensitive to body motion by exploiting the wireless channel information. 

3. S-Band Sensing and Breath Detection 

The wireless channel information characterizes the wireless channel properties of a 
communication link. The information essentially presents the RF signal propagation from transmitter 
to receiver and describes the combined effect of multipath propagation such as refection, fading, and 
scattering [15]. The signal received can be expressed as: 

H(i) = 
������ H(i) 

������ e(j∠H(i)). (1) 

Here H(i) is the wireless channel information, the terms ||H(i)|| and ∠H(i) denote the amplitude 
and phase information for ith frequency, respectively. It should be noted that the card reveals group 
of 30 frequencies known as one WCI packet and is intrinsic feature of the device that sweeps over 
multiple channel frequencies. 

The experimental design was implemented in a meeting room at Xidian University, as shown in 
Figure 1. An antenna which is in the range of S-Band (2 GHz to 4 GHz) was deployed as the transmitter 
and a 2.4 GHz omni-directional antenna working as a receiver. The wireless channel information 
extraction tool introduced by [16] was installed. The host computer receive 10 WCI packets per 
second [17]. From each WCI packet received using the specifc NIC, a 30 x 1 matrix was extracted 
known as channel frequency response (CFR) and can be written as: ih 

CFRmatrix = h1, h2, h3, . . . , hn . (2) 



Appl. Sci. 2018, 8, 568 3 of 11 

Here hi is a complex number and describes channel frequency response of the ith frequency and 
n = 30 is the total number of frequencies. In order to examine the time history of a total number of WCI 
packets received over a period of time, the CFRmatrix is put together recorded at various time intervals 
and forms a WCI time history stream as: 

1 2 3CFRtime_history = [CFRmatrix , CFRmatrix , CFRmatrix , . . . CFRmatrix 
k]. (3) 

Here CFRtime_history is a 30-x-1 matrix, where k represents the total number of WCI packets 
received within a particular time window. 

Figure 1. Experimental setting for respiration monitoring. 

Figure 2 indicates the variances of raw WCI due to the subject’s chest movement, which will 
be used to extract the breathing pattern in the subsequent section. In order to extract the breathing 
pattern, we select the frequency # 13 as in [15]. We have examined all the 30 frequencies for detecting 
breathing pattern and compared the results with digital respiratory sensor. The main advantage of 
using S-Band sensing which exploit the NIC is that one or multiple frequencies out of 30 can be used 
for desired purpose. We tested the proposed framework in 8 various places that had different geometry 
and structure. In 7 cases, frequency # 13 provided the best results when observed through the digital 
respiratory sensor. Only at one place, the frequency # 12 provided results closely matched to the digital 
respiratory sensor. The primary reason that frequency # 13 provides best results because it is available 
to all wireless local area network systems but rarely used making it less prone to interference. 

http:purpose.We
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Figure 2. The raw wireless channel information (WCI) amplitude information received for breathing 
pattern detection. 

4. Rational of Using S-Band Sensing for Breath Detection 

This section gives an intuition about how the S-Band sensing technique leveraging wireless 
channel information can be used to track subtle chest movements for breath detection. Ideally, an RF 
signal propagates directly from transmitter to receiver when no obstacle is encountered, is known 
as line-of-sight (LOS) communication. When an obstacle is encountered, the signal experiences 
scattering, refection, and diffraction. This is known as non-line-of-sight (NLOS) communication. 
The signal received through LOS and NLOS communication will have different WCI data [18,19]. 
The signal propagation continuously moves back and forth between LOS and NLOS due to person’s 
chest movement, as a result the WCI data retrieved are signifcantly different. For breathing pattern 
detection, in almost all scenarios, the minute chest movement keeps on changing the communication 
path between LOS and NLOS. The RF signal propagating from transmitter to the receiver will always 
have a LOS communication path and a lot of NLOS communication paths. When the subject is inhaling 
and exhaling, the received RF signal will continuously keep on changing due to refections caused by 
the person’s chest movement. 

5. Overview of the Proposed Method 

The system architecture designed to monitor the breathing of patient suffering from 
hyperthyreosis, sleep apnea and SIDS diseases consist of two main components as shown in Figure 3. 
Identifcation of breathing pattern using a wearable digital respiratory sensor, and breathing pattern 
monitoring using S-Band sensing technique leveraging wireless channel information. From raw WCI 
data, the amplitude information is extracted which is examined against the time history using an 
individual frequency. The variances of amplitude information are then passed through a fltering 
process, using wavelet flter. The variances of amplitude information are then analyzed and compared 
with the data collected with a wearable sensor to see if they can be attributed to the normal breathing 
or abnormal breathing. 
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Figure 3. System architecture for breath monitoring. 

Noise Filtering Process 

The noise contained in the data collected using the wearable sensor as well as in the wireless 
channel information should be removed. The wavelet flter presented in [20] is used to remove the 
noise and smoothens the rising and falling edges appeared in the received signals critical for tracking 
the normal and abnormal breathing. The advantage of using wavelet flter over other flters such as 
Chebyshev or Butterworth is due to its better performance considering the high-frequency noise. 

6. Tracking Person’s Breathing in Typical Environment 

This section presents the details regarding the proposed method of tracking breathing under 
typical conditions when person lay on the back. The individual CFR sequence i.e., the individual 
frequency is selected to accurately estimate the breathing pattern of a person. Figure 4 shows the 
variations of amplitude information of all 30 frequencies against packet number retrieved over a period 
of time. 

Figure 4. The channel frequency response (CFR) sequence of all frequencies obtained during experiment. 



Appl. Sci. 2018, 8, 568 6 of 11 

6.1. Analysis of Measured Data for Normal Breathing 

Figure 5 indicates the breathing pattern of a person lying in a straight position on the back. 
The measurements were taken for 60 s. Figure 5a shows the raw breathing pattern obtained using 
respiratory sensor and Figure 5b shows the fltered estimated breathing pattern. The person, in this 
case, completed nearly 16 breathing cycles. We further examine the breathing pattern obtained using 
S-Band sensing leveraging the wireless channel information. 

Figure 5. Estimated breathing pattern obtained using Digital Respiratory Sensor. (a) Raw breathing 
pattern obtained; (b) Filtered breathing pattern obtained. 

The frequency-selective fading poses various extents on the RF signal considering different 
frequencies. As shown in Figure 6, different frequencies have different variations with respect to time 
for different power levels. Thus we select frequency # 13 that best describes the breathing pattern of 
the subject as illustrated in Figure 6a. The data obtained for the particular frequency was then passed 
into the wavelet flter to remove the sharp edges and smooth the signal. Comparing the breathing 
pattern shown in Figure 6b with the one in Figure 5b, we observe that both the waves forms obtained 
are identical considering the number of cycles during the same time period. 

http:frequencies.As
http:cycles.We
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Figure 6. The breathing pattern obtained using S-Band sensing. (a) Variances of raw amplitude 
information of frequency # 13; (b) Filtered breathing pattern of the individual frequency. 

6.2. Tracking Abnormal Breathing 

In the prevision section, we described how S-Band sensing technique can be used to track person’s 
normal breathing and compared the measured data with that of a wearable sensor. We now present the 
measurements obtained for tracking person’s abnormal breathing, one of the conditions experienced 
by a patient suffering from hyperthyreosis disease. We used the typical experimental environment and 
asked the volunteer to breathe abnormally. Hence, we collected the raw amplitude information for 30 
frequencies by retrieving 200 WCI packets over a period of time as shown in Figure 7. 

Figure 7. Raw amplitude information received for tracking abnormal breathing. 

http:disease.We
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Figure 8. The CFR sequence of all frequencies obtained for abnormal breathing. 

We follow the same procedure as described earlier, and examine all the frequencies to extract the 
abnormal breathing. The patient was observing abnormal breathing during the process and we opted 
the frequency # 13 for data analysis from Figure 8. Thus we examine the same frequency for tracking 
abnormal breathing and compare the measured results with wearable breathing sensor. 

Figure 9 shows the data obtained using the wearable sensor to track the person’s abnormal 
breathing pattern. The raw data measured for 60 s show clear signs that the person was experiencing 
abnormal breathing while fltering out the measured data also indicate the same. A clearly 
non-periodicity can be observed. We further analyze the data retrieved using S-Band sensing as 
shown in Figure 10a that present raw breathing patterns and Figure 10b which shows fltered breathing 
pattern and see whether it is able to detect the abnormal sleeping pattern or not. 

Figure 9. Abnormal breathing pattern tracked using Digital Respiratory Sensor. (a) The original data 
measured for abnormal breathing; (b) Filtered abnormal breathing pattern obtained. 



Appl. Sci. 2018, 8, 568 9 of 11 

The person in this scenario was asked to breathe abnormally which was fnely tracked by the 
wearable sensor. The primary indicator in the particular case was the breathing sensor which did not 
present any periodicity. The same principle is applied here. The raw and fltered amplitude information 
indicates a clear non-periodicity for a period of time which indicates the abnormal breathing when the 
subject was laying on the back (straight position). 
Spearman’s Rank Correlation 

We used Spearman’s rank correlation to fnd out correlation between the breathing signals 
obtained through wearable sensor and S-Band. The Spearman correlation is based on rank method. 
The coeffcient of correlation is calculated by rank differences. On the basis of rank differences, we 
fnd out the correlation between two signals. The advantage of Spearman’s correlation coeffcient is 
that the computation is quicker, especially when number of observations is limited. The method is 
useful for series of data such as rank, scores, etc. The formula for Spearman’s correlation coeffcient is 
as written follows: 

6∑ D2 
rk = 1− (4)

N3 − N 

Here rk is the coeffcient of rank correlation, D denotes the rank differences, and N is the number 
of pair observations. The value of rk lies between +1 and −1. Positive value shows that the direction of 
rank is the same and negative value shows that the ranks are given in opposite direction. We have 
compared the two signals obtained using wearable sensor and S-Band sensing as shown in Figures 5b 
and 6b, respectively. The Spearman’s correlation coeffcient obtained is 0.89 which employs that the 
value is positive and close to +1. We then compare the two waveforms for abnormal breathing as in 
Figures 9b and 10b. The rk value obtained is 0.86 which is positive that means the direction of rank is 
same. Hence we can conclude that the signals obtained using wearable sensor and S-Band are identical 
considering both cases. 

Figure 10. Abnormal breathing tracked using S-Band. (a) Variations of raw amplitude information for 
frequency # 13; (b) Variances of amplitude information fltered using wavelet flter. 

7. Conclusions 

This paper presented monitoring of vital signs experienced by patients suffering from various 
diseases such as hyperthyreosis, sleep apnea and SIDS diseases using S-Band sensing technique. The 

http:direction.We
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results obtained indicate that the wireless channel information can be used to monitor the breathing 
pattern and effciently detects the abnormal respiratory when compared to the data retrieved using 
wearable sensor. However, the results we presented were preliminary fndings of the breathing pattern 
of a person lying in supine position. The experiment was performed eight times on six different 
subjects at eight different locations lying in particular posture. The authors aim is to use the proposed 
framework as a foundation to develop an advanced level model that can detect subtle chest movement 
for various body postures on bed such as right lateral, left lateral, and fowler. The model would also 
be able to detect the patient’s heartbeat which is one of the vital signs that needs to be monitored in 
order to assists the caregiver or doctor in home or hospital environment. 
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